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The measuring equipment used in the calibration is traceable to national primary standards maintained in
National Institute of Metrology (NIM). NIM is the signatory to the Mutual Recognition Arrangement (MRA) for

national measurement standards and for calibration and measurement certificates issued by national
metrology institutes.
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Hubei Institute of Measurement and Testing Technology Certificate No.

o AEZHAFTETREEEIICEIRIIA A BT BAENM
Tris laboratory is a legal metrological verification institution established by the government metrological administrative department
according to law.

o AEEEEEIKALSIS0/IECIT025FR AR K .

The auality management system for laboratory complies with ISO/IEC 17025 standards.
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Reference cocuments for the Calibration (Name . Code )
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Ma- s=rcercs of measurement used in the Calibration
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Namse of Equipment Model/Serial No. Certificate No./Due Date
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Data/Results of Calibration

1. EREENE.

BRMEGY) SRR (kV)
20.0 20. 07
40.0 40. 09
60. 0 60. 03
80. 0 80. 06
100. 0 99. 97
120. 0 119, 90
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EME (1 A) SEBUAFHESE (1 A)
1006 1001. 8
1473 1471.9
1896 1894. 6
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