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Certificate No.
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Name Of Sample
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Manufacturer
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Model/Type
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No Of Sample
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Calibration date
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The measuring equ pment used in the calibration is traceable to national primary standards maintained in

Nahonal Insmnte of (NIM). NIM is the signatory to the Mutual Recognition Arrangement (MRA) for
ards and for calibration and measurement certificates issued by national

1], &£ 3] B210302035 3




M A & i B W R B AR B R B SERHS: [2021DW02860234] 5

Hubei Institute of Measurement and Testing Technology Certificate No.

o AR RBFFHRITHERIIICEL A E T RRENAD
This laboratory is a legal metrological verification institution established by the government metrological administrative department
according to law.

o Al EREEIEARTEIS0/IECI1 70254 ERZEK .

The quality management system for laboratory complies with ISO/IEC 17025 standards.

o RRIAEMBAWE (BiR. K5)

Reference documents for the Calibration (Name . Code )

2. JJF 1587-2016 7% FIRBRAERTE

o KREOEFEAMNEREBIRERR

Main standards of measurement used in the Calibration

REBIR RS/ S IERES/BHHN
Name of Equipment Model/Serial No. Certificate No./Due Date
Ed il 5522A/2822901 2021DW03540869/2022-10-30

o ROEHBRMN

Environmental condition on the Calibration

imBE:  20.3C HEXRE: 35 % HEr—
Temperature R.H. Others

S e AR HEHIBI02 JRERIBRSS : 2021DW02860234
Pressure Place Record No.

AREHELE B, AU SRR A YR HE A 2K
It's Effect That Results of This Report Relate Only To The Sample(s) Calibrated.
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Hubei Institute of M and Testing Technol Certificate No.
ARG/ R
Data/Results of Calibration
1, HEME (50Hz) (PTZEHL 10D
BRME (V) PRAR
S ) — i - R
10. 000 100. 11 100. 20 100. 01 0. 8%
20. 000 199. 97 199. 86 199. 89 0. 8%
50. 000 499. 60 499. 74 499. 65 0. 8%
80. 000 799. 48 799. 52 799. 50 0. 8%
100. 000 1000. 80 1000. 71 1000. 62 0. 8%
2. HIJTEIE (50Hz) (CTZ&kk 1D
SEE (D) BR{E (D) PR AN 2 BE
A B Al C#l Ui (=2)
1. 0000 0. 9995 0. 9996 0. 9996 0.8%
2.0000 1. 9993 1. 9993 1.9994 0.8%
5. 0000 4. 9984 4. 9983 4.9987 0. 8%
3. HJUHIE (50Hz) (CT Z&Lk 20)
SRR (M) e O WA
A B #l C #f Ure (=2) — ‘
1. 0000 19. 9886 19. 9893 19. 9880 0.8% mﬁ){ﬂg
2. 0000 39. 9932 39. 9957 39. 9942 0.8% %‘\Q’“
5. 0000 99. 9700 99. 9676 99. 9738 0.8%
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